MANOMETER

INSTRUCTIONS

. Install the 9 Volt battery in the battery compartment.

. Push the switch to power the meter on.(Display will read
18888.r 1.03, and +0.05 or some #)release

. Push again and hold until + 000 appears, release + 0.00 will appear.
. +0.00 means it is zeroed and ready to take readings.

Plug on the vacuum line and make your readings.( Inches of Water)
0 to 60 inches of water is the range.

. The meter will turn-off automatically or you can push the select button
and release to turn it off.
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